An ultrasonic dental descaling instrument has been characterised using sonochemical techniques. Mapping the emission from luminol solution revealed the distribution of cavitation produced in water around the tips. Hydroxyl radical production rates arising from water sonolysis were measured using terephthalate dosimetry and found to be in the range of mol min -1 , comparable with those from a sonochemical horn. Removal of an ink coating from a glass slide showed that cleaning occurred primarily where the tip contacted the surface but was also observed in regions where cavitation occurred even when the tip did not contact the surface. Differences in behaviour were noted between different tip designs and computer simulation of the acoustic pressure distributions using COMSOL showed the reasons behind the different behaviour of the tip designs.
INTRODUCTION
Ultrasonic instruments are widely used in dentistry for a range of drilling, cutting and cleaning operations [1] . A particular example is the ultrasonic descaler [2] , used to remove deposits of calculus and other adherent materials from teeth around the gumline. A metal (usually titanium) tip, for which various designs are available, is mounted in a handpiece and vibrates at ultrasonic frequencies. The side of the free end of the tip is placed against the tooth, mechanically removing deposits on the surface. An irrigant, usually water or a dilute solution of sodium hypochlorite, passes over the tip to both reduce heating and wash away debris [3] .
One mechanism which may assist in the cleaning is cavitation which could be generated in the irrigant solution adjacent to a tooth surface [4, 5] . This suggestion was reinforced by the detection by Lea et al. of transient cavitation generated by the vibratory motion of the scaler tips [6] Cavitation occurs in liquids when the acoustic pressure during the rarefaction phase of an oscillation becomes more negative than the saturated vapour pressure of the liquid, leading to the formation of cavities or bubbles [7 -9] . Cavitation results in both chemical and mechanical effects. The former include the formation of excited states with consequent light emission and reactive free radical species from pyrolysis of the liquid and any dissolved species. Examples of mechanical effects are acoustic streaming and the formation of microjets that impact on a solid surface adjacent to collapsing cavities.
Previous work [10, 11] showed that acoustic cavitation could be produced around descalers and that its spatial distribution depended in detail on the design of the tip; three different designs were found to give markedly different patterns of cavitation. The degree of cavitation, determined by using sonochemiluminescence from a luminol solution, was correlated with the vibratory motion of the tips characterised by scanning laser vibrometry, SLV, which measures motion of an object by monitoring the Doppler shift of a reflected laser beam. There was good correlation between the vibration amplitude at points along the tip and the observed sono-chemiluminescence with high levels of cavitation occurring at vibration antinodes. The exception was that minimal cavitation was found at the free end of the tip even though it was the point with maximum displacement. In order to optimise the cleaning efficiency of descaler tips and to facilitate further development of their design, it is necessary to have a better understanding of the effects caused by the tip motion. In this work, we apply a number of methods used to characterise sonochemistry systems to dental descaling equipment and present further results investigating the physical effects arising around the tips. To explain differences in their behaviour we use numerical simulation to predict the pressure fields and hence likelihood of cavitation from the motion around the tips.
EXPERIMENTAL

Materials
All reagents were analytical grade and obtained from Sigma-Aldrich Co., UK, unless otherwise stated, and were used as received. The water used to prepare solutions was deionised water from a MilliQ system and had a resistance > 10 M.
Dental descaler and calibration
The descaler used was a miniMaster Piezon descaler provided by Electro Medical Systems, Nyon, Switzerland which was used with three tips (labelled as 'A', 'P' and 'PS') having varying shape and size as shown in Figure 1 . The ultrasound generator operates at a nominal frequency of 30 kHz, and was adjustable over a range of ten incremental power settings; these were calibrated for ultrasound intensity using the calorimetric method in the usual way [12] . A setting of 10 represented full power and was equivalent to 4.9 W, 6.8 W and 4.4 W for the 'A', 'P' and 'PS' tips respectively. 
Cavitation Analysis
The degree of cavitation and its spatial distribution were measured by recording sonochemiluminescence emission [13] . A solution of luminol was prepared by dissolving 177 mg (1 mmol) of luminol (3-aminophthalhydrazide, 97%), 0.1 mol hydrogen peroxide and 0.1 mol EDTA (ethylenediaminetetraacetic acid, sodium salt) in 1 dm 3 of 0.1 mol dm -3 aqueous sodium carbonate. The solution was adjusted to pH 12 by adding sodium hydroxide. Images were recorded for 30 s on a Canon EOS 30D digital SLR camera or an Artemis ICX285 CCD camera, using a macro lens of 60 mm focal length at an aperture of f2.8, focusing on the dental instrument in order to obtain a 1:1 image ratio. The total intensity of the emission was calculated after subtraction of background levels using ImageJ software [14] which was also used for further image manipulation over a fixed region of interest.
Hydroxyl radical production was quantified using terephthalic acid dosimetry [15] by recording fluorescence spectra with a Perkin Elmer 4300 fluorimeter using excitation and emission wavelengths of 310 nm and 425 nm respectively. A 0.002 mol dm -3 solution of terephthalic acid in 0.005 mol dm -3 sodium hydroxide buffered to pH 6-11 with non-fluorescent phosphate buffer solution was contained in a 5 cm 3 quartz cuvette and the descaler mounted to ensure that the tip was immersed but did not contact the walls of the cuvette. The emission was measured after one minute operation at the chosen power and the procedure was repeated with fresh solution used for each measurement. Measurements were repeated with the tip held in contact with a section of glass microscope slide contained within the cuvette.
The fluorimeter was calibrated with a sample of 2-hydroxyterephthalic acid synthesised from 2-bromoterephthalic acid and sodium hydroxide [16] and purified by repeated reprecipitation from basic solution. The structure was confirmed by 13 C NMR spectroscopy and mass spectrometry. A 110 -5 mol dm −3 solution of HTA was prepared in deionised water and the emission recorded. Successive dilutions were carried out to calibrate the spectrometer.
Cleaning and Surface erosion
A glass microscope slide was coated on one side with two layers of waterproof black ink from a permanent marker and allowed to dry. The slide was placed in front of a sheet of plain white paper and photographed with a Leica M8 digital camera and Leica 90 mm f /4 Macro-Elmar-M lens set to maximum magnification. It was clamped in place so that it was immersed in water and a descaler tip placed against the slide in various configurations. After operation for 5 minutes the slide was dried and rephotographed under the same conditions as above. Analysis of the images allowed an estimate of the area of ink removed by the descaling treatment.
The principal mineral component of tooth is hydroxyapatite, Ca 10 (PO 4 ) 6 (OH) 2 . It is widely used in orthopaedic surgery for filling bone cavities. The material properties of hydroxyapatite are similar to tooth enamel. Hydroxyapatite pellets were prepared [17] with a 1 cm diameter and immersed in fresh deionised water. A descaler tip was positioned to make contact between the centre of the pellet and point of the tip and operated at maximum power for 5 min. The pellets were dried and contact profilometry was performed with a Dektak 6M
profilometer, from by Veeco Instruments Ltd., Cambridge, UK. The pellet was placed flat on the measurement platform and the stylus drawn across the surface and the surface profile recorded with a specified contact 'force' equivalent to between 1-50 mg. Although the clinical exposure for a tooth surface is up to around 30 seconds for a single treatment, a significantly longer duration was used here as it was anticipated that non-contact experiments would show significantly less erosion than measurements with the tip in contact with the sample. Scanning electron microscopy was conducted using a JEOL SEM6480LV microscope.
RESULTS AND DISCUSSION
Detection and measurement of cavitation
The potential for cavitation to benefit cleaning processes could arise from chemical or mechanical effects produced by sonication -or a combination of both. Hence in this work, measurements depending on each category were performed.
If chemical effects are important in cleaning, it is likely that these will depend in large part on hydroxyl radicals, OH, the most strongly oxidising species formed (E = 1.77 V) and other highly oxidising species such as superoxide which arise from subsequent reaction of OH.
Hydroxyl radical production around dental descalers has been reported [10, 11] but this was conducted with the descaler tips immersed in luminol solution. In clinical use, the descaler will often be used in air around or in contact with teeth. To confirm that radicals are produced from potential cavitation under these circumstances, radical production under both conditions was measured. Firstly, the handpiece was clamped so that the tip was immersed in luminol solution contained in a 3 cm  3 cm quartz cuvette; no irrigant was passed through the tip. In a separate series of experiments, the cooling water supply to the tip was replaced by luminol solution and the descaler operated in air to simulate clinical practice. The irrigant (or luminol solution)
emerged from an orifice behind the tip as shown in Figure 2 at a flow rate of 65 cm 3 min -1 , the maximum available on the descaler unit used. Photographs were recorded using 30 s exposure with the descaler at full-power and are also shown in Figure 2 .
These images confirm that hydroxyl radicals can be produced in the flow of irrigant when the descalers are operated in air. There are some differences in the pattern of cavitation from when the tips are immersed in solution. In the latter case, sonochemiluminescence it is strongly localised to the region close to the descaler tip. The luminescence intensity is lower at the handpiece end of the tip and increases along its length. Luminescence is also observed near the free end of the tips in contrast to the observations in solution. When operated with the tip immersed in solution, emission is confined to particular regions along the length which, as previous work showed [10] correspond to the regions of maximum vibration. The results for the 'A' and 'P' tips are broadly similar although the volume over which luminescence is observed is more closely associated with the tip surface in the latter. It should be noted that no luminescence was observed when the ultrasound was switched off so that emission does not arise from hydrodynamic effects or from reaction with the metal surface.
With the narrower 'PS' tip, the spray ejected from the underside shows none of the directional bias of cavitation activity to the left or right of the tip, which was visible in the solution-based measurements.
Emission was monitored over long exposure photographs and so integrates the luminescence over this period. The production of OH and its escape from the bubble to react with luminol occurs over the course of a few microseconds and the lifetime of the luminol excited state is short, having been reported as 10 ns [18] . The flow rates used are sufficient for the luminol solution to flow only a short distance (< 1 mm) along the length of the tip so that it does seem that cavitation is being produced along the length of the tip and can therefore potentially play a part in cleaning ( [19] ). It has been suggested that such an aerosol may disperse microorganisms when a descaler is used in vivo [20] . Such cavitation could help to disinfect the cleaned areas as well as promoting cleaning.
While the emission from luminol is useful in confirming whether and where cavitation takes place, it is difficult to extract quantitative results. In order to measure the concentrations of OH the terephthalate dosimeter (Scheme 1) was used. Figure 3 shows the rate at which radicals are trapped when the tips were operated at full power. Experimental considerations meant that this was performed with the tip immersed in the terephthalate solution although removed before analysis. There was a linear dependence of radical production with time although the rates, shown in Table 1 , were different for the different tip designs confirming previous observations [10] . The levels of radical production are comparable [15] with those produced by a typical 20 kHz sonochemical horn, albeit in a smaller volume of solution than would normally be involved. Placing the descaler tip in contact with a glass slide to mimic contact with a solid surface such as a tooth, reduces the radical production rate by over half (Table 1) . It was recently shown [11] that the amplitude and pattern of the vibratory motion of the tip was modified on contact so that the positions of maximum cavitation moved along the tip and the overall levels were reduced. This has significance in the clinical context since reducing cavitation and hence OH radicals could limit any beneficial effects in cleaning or disinfecting during treatment.
Surface erosion and cleaning
Evaluation of cleaning performance is complicated by the lack of a standard method for evaluating the efficiency, although there are standards for descaler design and operation [21] .
Previous work by Walmsley et al. [5] observed erosion of a simulated dentine surface placed in the path of cooling water from an operating descaler tip. A related approach with a different style of ultrasonic dental instrument was used by van der Sluis and co-workers [22] . In our work, surface profilometry and electron microscopy of treated hydroxyapatite pellets was performed to assess effects on a surface. However, reproducible quantitative information was difficult to obtain so an alternative was devised whereby a microscope slide was coated with black ink, which could then be removed by the descaler. The eroded area was determined by photography before and after treatment so as to determine the optimum conditions for ink erosion.
Initial experiments involved the tip in the configuration shown in Figure 4 where the tip was in contact with the slide. As expected, ink was removed from the area in contact but with the A tip, significant removal was also seen near the centre of the tip even though there was no contact. This corresponds to the region of the tip where cavitation is maximised [10, 11] .
However, this was only noticed for this tip; no such removal in regions with no contact was seen with the other two tips investigated as shown in Figure 5 (a) although ink was removed around the point of contact. A summary of the relative performance of the three tips is given in Table 2 . Changing the configuration so that the central region of the tip was in contact with the slide gave results typified by those in Figure 5 (b). A larger amount of ink was removed and there was only a small difference between the three tips. In order to assess the viability of using the cavitation produced as a 'non-contact' cleaning method, a third configuration was adopted where the tip was placed parallel to the slide at a fixed distance of 1 mm. As can be seen in Figure 5 (c) some removal was seen for tip A, comparable to that removed while in contact, but not for the other tips. This suggests that, with the appropriate design of tip which would optimise cavitation, cleaning without direct contact should be possible.
To assess the effects and possible damage that cleaning could have, the A tip (having shown the largest radical production and ink removal) was used with a hydroxyapatite pellet.
No effect on the surface was observed under clinically reasonable conditions but to exaggerate possible changes to the surface, the tip was operated at full power for 15 min while immersed in water. The results when the tip was in contact using the same configuration as shown in Figure   4 are shown in Figure 6 . The point of contact is marked by a pronounced indentation and darkening of the surface. Also of significance is an area around the mark which is lighter in appearance than the untreated surface; this corresponds to an area over which luminol mapping indicates that cavitation occurred. Looking at the surface in detail, the hydroxyapatite grown Given the removal of ink from a slide by 'non-contact' treatment described above, a hydroxyapatite pellet was treated under the same conditions with the tip mounted 1 mm from the surface. Figure 8 shows that operation in this configuration has broadly similar effect on the surface. The electron micrographs show a similar flattening of the surface although the profile shows that the indentation is not as deep and the effects are distributed over a wider area than when the tip was in contact. Contact with the surface reduces the amount of cavitation produced [11] which is consistent with the observations here and the erosive abilities of cavitation occurring around ultrasonic descalers are reduced when a tip is in contact with a hard surface, and that physical contact dominates the erosion process. 
Influence of tip design
It is clear from these results that each of the descaler tips can remove a coating from a hard surface. However a complete characterisation of their action demands an understanding of why the different designs cause different effects.
One possibility is that, even though the nominal input power is the same in each case, the ultrasound intensities generated may be different. In the results presented here, each tip was operated at a setting of 10 on the dial i.e. full power. The power generated by the tip was measured calorimetrically [12] by measuring the temperature rise with time of a known volume of water which had been calibrated with an electrical heater. The emitting areas were estimated from magnified photographs of the tips adjacent to a calibration. The results are shown in Table   3 and indicate that, while the output intensities are similar, there are significant differences between the tips. The lowest intensity is for the PS tip, which correlates with the lower levels of radical production reported above. The comparison of the A and P tips is complicated by their different areas. The latter outputs more power, which correlates with the radical production rates in Table 1 , while the smaller area of the A tip results in higher intensities, which correlates with the cleaning results in Table 2 . These results add further weight to the argument that the detailed size and shape of the tips is important in determining their performance. It is tempting to speculate on potential shape and size effects. Both the A and P tips are broad with respect to the thickness of the tip whereas the PS tip is narrower and rounded (see Figure 1 ). This may mean that the PS tip moves more smoothly through the water and so cannot produce sufficiently negative pressures to generate high levels of cavitation. Conversely, the broader tips will be able to move larger volumes of liquid and hence generate higher negative pressures behind the motion. In order to further investigate this influence, we turned to computer modelling.
Computer simulation or acoustic pressure fields
Computational modelling has been used on a number of ultrasonic systems to predict the behaviour. Of relevance to the current work is the use by Klima et al. [23] and Raman et al.
[24] of finite element analysis modelling applying the COMSOL Multiphysics™ package to predict the intensities and acoustic pressures around a 20 kHz ultrasonic probe. Torres-Sánchez and Corney used the method to predict the acoustic fields in a reactor used to produce polymer foams [25] .
The principle here is to apply the modelling to predict the acoustic pressure fields in water surrounding the operating tip having inputted the details of the tip shape, material properties, oscillation frequency and pattern from the vibrometry [10] . While the exact occurrence of cavitation cannot be predicted directly, it will occur where the acoustic pressure exceeds a threshold value so that, to a reasonable approximation, areas of cavitation would be expected to correspond to the areas with highest acoustic pressure. The precise acoustic pressure needed to produce cavitation is difficult to define as it depends on a large number of factors such as frequency, temperature and the nature of the liquid. For ultrasound frequencies around 20 kHz at room temperature, estimates range from 0.1 MPa for air saturated water to 18 -20 MPa for highly degassed water. [26, 27] Simulations were performed using the pressure acoustics frequency domain in COMSOL Multiphysics 4.3 using literature values of the relevant variables such as the density of, and speed of sound in, water. The methods and verification of the models used have been described elsewhere [28] . Briefly, the geometry of the tip was carefully measured and inputted into the model. A simulated oscillation of the appropriate frequency was applied to the tip and the acoustic pressure emitted into the surrounding water was calculated.
The distribution of acoustic pressure in the water around the tip is found by solving the wave equation, Equation (1) . Here, it is assumed that wave propagation is linear and shear stress is neglected, i.e. water is treated as incompressible.
where  is the density of the liquid and c the speed of sound. The pressure, p, as a function of distance varies with the oscillation frequency,  according to
leading to the Helmholtz equation
Which can be solved using suitable boundary conditions, in this case that the edge of the descaler tip was a hard boundary so that p = p o and r p   = 0, where p is the acoustic pressure and n is the normal vector to the boundary surface. The air-water interface and the walls of the container were treated as totally reflecting. COMSOL performs finite element analysis based on meshes generated around domains. For this study, a predefined tetrahedron mesh was used.
The pressure amplitude, p o , was calculated from the acoustic intensity, I, using
The simulation results for the three tips are shown in Figures 9 and 10 . The absolute values of the pressures generated are rather lower than might be expected to lead to significant levels of cavitation. There are approximations involved in the simulations and a number of factors such as acoustic streaming and any interaction with a cloud of cavitation bubbles are not included. However, the focus here is on the relative pressures in different regions around the oscillating tip and this consideration does allow conclusions to be drawn. Looking at the sideon views in Figure 9a , the simulated pressure distribution is compared with the production of cavitation as shown by emission from a luminol solution. For the A tip, the highest pressure differences are generated from about half-way along towards the free end. While the agreement is not perfect, the brightest luminol emission occurs from a similar region. Perhaps of more importance, the pressure distribution around the P tip is very different with the highest values being generated around the bend together with a smaller region at the end; this correlates well with the luminol emission. The simulated distribution around the PS tip is similar although it extends over a smaller region near the bend of the tip. Similar remarks can be made on the front-on views of the tips in Figure 10 , in this case compared with the observed cloud of cavitation bubbles [10] . Again, cavitation is concentrated into a single region for the A tip while for the P tip there are two regions of bubbles and high pressure differences. The simulated pressure distributions for the P and PS tips are similar although the former extends over a larger region, as reflected in the experimental results. These simulations add additional evidence to the suggestion that the narrower, more rounded shape of the PS tip lead to cavitation being generated over a small region. 
CONCLUSIONS
A number of methods usually used to characterise sonochemical systems have been applied to ultrasonic dental descaling instruments and confirmed that significant levels of cavitation can be generated. The cavitation can assist in the cleaning process of the descalers. Both the level and spatial distribution of cavitation depend on the precise shape and size of the tip. Computer simulation showed that this is due to the tip design generating different acoustic pressures around the tip. The work shows that changing the design markedly affects the cleaning efficacy and so will allow further developments in tip design and optimisation of their behaviour. 
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